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Abstract
Background: Positron emission tomography (PET) imaging has a wide applicability
in oncology, cardiology and neurology. However, a major drawback when imaging
very active regions such as the bladder is the spill-in effect, leading to inaccurate
quantification and obscured visualisation of nearby lesions. Therefore, this study aims
at investigating and correcting for the spill-in effect from high-activity regions to the
surroundings as a function of activity in the hot region, lesion size and location,
system resolution and application of post-filtering using a recently proposed background
correction technique. This study involves analytical simulations for the digital XCAT2
phantom and validation acquiring NEMA phantom and patient data with the GE Signa
PET/MR scanner. Reconstructions were done using the ordered subset expectation
maximisation (OSEM) algorithm. Dedicated point-spread function (OSEM+PSF) and a
recently proposed background correction (OSEM+PSF+BC) were incorporated into the
reconstruction for spill-in correction. The standardised uptake values (SUV) were
compared for all reconstruction algorithms.
(Continued on next page)
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Results: The simulation study revealed that lesions within 15–20mm from the hot
region were predominantly affected by the spill-in effect, leading to an increased bias
and impaired lesion visualisation within the region. For OSEM, lesion SUVmax converged
to the true value at low bladder activity, but as activity increased, there was an
overestimation as much as 19% for proximal lesions (distance around 15–20mm from
the bladder edge) and 2–4% for distant lesions (distance larger than 20mm from the
bladder edge). As bladder SUV increases, the % SUV change for proximal lesions is
about 31% and 6% for SUVmax and SUVmean, respectively, showing that the spill-in effect
is more evident for the SUVmax than the SUVmean. Also, the application of post-filtering
resulted in up to 65% increment in the spill-in effect around the bladder edges. For
proximal lesions, PSF has no major improvement over OSEM because of the spill-in
effect, coupled with the blurring effect by post-filtering. Within two voxels around the
bladder, the spill-in effect in OSEM is 42% (32%), while for OSEM+PSF, it is 31% (19%),
with (and without) post-filtering, respectively. But with OSEM+PSF+BC, the spill-in
contribution from the bladder was relatively low (below 5%, either with or without
post-filtering). These results were further validated using the NEMA phantom and
patient data for which OSEM+PSF+BC showed about 70–80% spill-in reduction around
the bladder edges and increased contrast-to-noise ratio up to 36% compared to OSEM
and OSEM+PSF reconstructions without post-filtering.
Conclusion: The spill-in effect is dependent on the activity in the hot region, lesion size
and location, as well as post-filtering; and this is more evident in SUVmax than SUVmean.
However, the recently proposed background correction method facilitates stability in
quantification and enhances the contrast in lesions with low uptake.
Keywords: PET, Post-filtering, Reconstruction, Background correction, Lesion contrast
Background
Positron emission tomography (PET) has established applications in oncology, cardi-
ology and neurology [1–3] using standardised uptake value (SUV) for quantification,
diagnosis and post-therapeutic response prediction [4]. However, as PET involves injec-
tion of radiotracers, concerns have been raised on the effectiveness of some common
tracers in imaging areas with high radiotracer uptake (hot regions) such as the brain,
urinary bladder, myocardium and spine [5–7]. These concerns stem from the observa-
tion that activity from the hot regions may interfere with PET quantification and visual-
isation of nearby lesions, tumours and abnormalities. As a result, nearby lesions have
their SUVs overestimated, and in some cases, lesions can be totally missed [8]. This ef-
fect is often referred to as the “spill-in” or “shine-through” effect [8–10].
For example, in clinical practice, the spill-in effect from the bladder to the surround-
ings is often addressed using techniques such as bladder voiding prior to acquisition,
catheterisation, irrigation and retrograde filling [11]. However, none of these techniques
has been proven to be 100% efficient or give reliable results [12–15]. They are also un-
comfortable and invasive for the patient [15], whereas PET is meant to be a minimally
invasive imaging technique. Due to these challenges, alternative tracers are sometimes
used because of their minimal urinary excretion [16–18], but such tracers still have
some limitations with regards to patient sensitivity and specificity [19]. These issues
clearly suggest the need for a more practical correction technique for the spill-in of ac-
tivity from hot regions to the surroundings.
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Correction of spill-in effect is essential in PET imaging for enhanced quantitative ac-
curacy and better lesion detection [20–23]. This correction can be voxel or region of
interest (ROI)-based and implemented either within or after the image reconstruction
[24–26]. However, spill-in correction is commonly applied to brain imaging, with little
or no studies involving imaging of the pelvic regions. Also, some correction techniques
require a priori information about the lesion shape and size; hence, increasing the pos-
sibility of erroneous estimation when this information is not precisely known. They
might also be computationally demanding [26].
A recent novel simulation study [27] suggested a reconstruction approach to correct for
the high physiological radioactive concentration in order to address these aforementioned
issues and improve lesion quantification. This method involves segmentation,
forward-projection and reconstruction-based correction. However, the performance of
this correction method on a state-of-the-art scanner, including accurate iterative scatter
correction and point-spread-function (PSF) correction inside the reconstruction, remains
to be studied. The previous work used the General Electric (GE) Advance NXi scanner
with a spatial resolution of 4.8 mm full width at half maximum (FWHM), whereas the
present work used the GE Signa PET/MR scanner with a spatial resolution of 4.3 mm
FWHM. Also, the previous work corrected for the scattered and random events before
the reconstruction, whereas this current work incorporated all corrections (attenuation,
normalisation, scatter and randoms) in the reconstruction, as in the state-of-the-art re-
construction algorithms.
The aim of this study was to implement the recently proposed background correction
and evaluate its performance in terms of lesions’ quantification accuracy and contrast,
using both simulated and real clinical PET/MR data. The performance was assessed for
lesions near a background hot region, as a function of background activity,
lesion-to-background distance, lesion size, spatial resolution, and degree of post-filtering.
Materials and methods
Datasets and PET/MR system
Two datasets were primarily used in this study: (i) simulated data from digital XCAT2 phan-
tom [28] and (ii) experimental data from a NEMA IQ phantom [29]. Additionally, a patient
abdominal scan was used for further validation. These datasets are shown in Fig. 1.
The experimental studies were acquired using the GE Signa PET/MR scanner at Invi-
cro Ltd., with 25 cm axial field of view (FOV), 60 cm transaxial FOV, 70 cm ring diam-
eter, 25 × 4.0 × 5.3 crystal size in mm, and energy resolution of 10.5% with an energy
window 425–650 keV [30]. The simulation was performed using an analytical model of
the same scanner.
Simulations
We simulated the pelvic bed using digital XCAT2 phantom with a typical [18F]-fluoro-
deoxyglucose ([18F]-FDG) distribution. Hot bladder was simulated with a fixed volume
(500 ml) and various activities (i.e. SUVs 8.5, 19.3, 33.8 and 55.5) allocated as obtained
from the literature [31, 32]. This is to mimic the progressive increase in bladder activity
due to the radiotracer accumulation during a typical PET examination. Three lesions
labelled L1–L3 each with diameter 10 mm and fixed activity value (SUV 8) were placed
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at different locations around the bladder as shown in Fig. 1a. We also simulated an in-
crease in bladder volume and activity during a typical 90min scan using extracted values
from the literature [33, 34] at time points 1, 10, 30, 45 and 90min. This was done to in-
vestigate the spill-in effect from the bladder to the surrounding lesions as a function of in-
creasing bladder volume, bladder activity and lesion distance from the bladder.
Additionally, lesion diameters ranging from 6mm to 12mm with a step size of 2mm
were simulated for all bladder SUVs to investigate the spill-in effect as a function of lesion
size. For each lesion diameter, we also added same-sized background lesion (B) farther
from the bladder such that the background lesion is not affected by the spill-in effect from
the bladder. This was done to distinguish between spill-in and spill-out effects as it affects
lesion quantification, especially for small lesions. The emission and attenuation images
were generated for each of these bladder and lesions combinations.
Fully three-dimensional (3D) analytical simulation was done using the Software for
Tomographic Image Reconstruction (STIR) package [35], considering all sinograms with
ring differences (RD) less than or equal to 44, and span 1. To approximate the blurring ef-
fect from the scanner, the simulated images were first convolved with a Gaussian filter
having full width at half maximum (FWHM) as that of GE PET/MR PSF (4.2mm and 5.7
mm FWHM in transverse and axial planes, respectively [36]) at the forward-projection
stage. The forward projector used is based on Siddon’s ray tracing algorithm [37], tracing
10 tangential rays for each bin. Attenuation correction factors were calculated from the
attenuation image, and this was used to attenuate the emission sinogram. Constant nor-
malisation and random sinograms were also generated, with the random counts making
up to 20% of the total projection data. Scatter was estimated analytically using the single
scatter simulation (SSS) approach and scaled to make the scatter count 35% of the total
simulated events. The random and scatter sinograms were used to generate the additive
term, while the attenuation and normalisation sinograms were used as multiplicative
terms. Time of flight (TOF) was not simulated for this study.
Poisson noise was added to the sinograms to simulate 65 × 106 counts, and 20 noise
realisations were performed for statistical analysis. Spherical ROIs equal in diameter to
the size of the lesions were placed in the position of each lesion in order to extract the
uptake values (SUVmean and SUVmax) for each noise realisation. The mean
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Fig. 1 The datasets used for this study: a simulation from XCAT2 phantom consisting of the bladder, three
lesions (L1–L3) and one background lesion (B) placed at different distances (shown in brackets) from the
bladder; b NEMA phantom consisting of a hot bottle at the centre, surrounded by six spheres (S1–S6) with
diameters shown in brackets. The blue spheres (B1–B6) were used to estimate the background activity for
the estimation of contrast-to-noise ratio (CNR); c patient data showing high activity in the spleen and liver
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standard error of the mean (SEM) and bias (B) from all the 20 realisations (as defined
in Eq. 1(i–iv)) were used as figures of merit to show the differences in SUV values for
both uncorrected and corrected images.
M ¼ 1
N
XN
i¼1 f i ð1:iÞ
SEM ¼ SDﬃﬃﬃﬃ
N
p ð1:iiÞ
where
SD ¼
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
1
N−1
XN
i¼1 f i−M
 2r ð1:iiiÞ
B ¼ M−T
T
 100 ð1:ivÞ
fi is the SUV from a single noise realisation, N is the total number of noise realisations
(= 20) and T is the SUV of the true simulated image.
The % change in lesion (l) SUV (ΔSUVl) as the bladder SUV increases from SUV 8.5
to SUV 55.5 was also estimated using:
ΔSUV l %ð Þ ¼
SUV l 55:5ð Þ−SUV l 8:5ð Þ
SUV l 8:5ð Þ
 100 ð2Þ
where SUVl(8.5) and SUVl(55.5) represent the lesion SUV at bladder SUVs 8.5 and 55.5,
respectively.
To further investigate the spill-in effect from the bladder to the surroundings, we cre-
ated shells of different voxels (from 2 to 10 voxels with a step size of 2 voxels) around
the bladder by performing a morphological operation on the bladder mask to obtain
the edge mask:
edge mask ¼ dilation bladder mask; nð Þ−bladder mask ð3Þ
where dilation(bladder mask, n) means dilating the bladder mask by n voxels using a
sphere structuring element in MATLAB.
The resulting edge mask was then used to extract the uptake values around the blad-
der in both true simulated and reconstructed mean images as illustrated in Fig. 2a.
Validation by real data
Experimental phantom
A phantom experiment was performed with the GE Signa PET/MR scanner at Invicro
Ltd. using the NEMA image quality (IQ) phantom without the wall (Fig. 1b) [29]. This
phantom consisted of six fillable spherical spheres S1 to S6 (with diameters 10, 13, 17,
22, 28 and 37mm, respectively, and filled with 5.38MBq of [18F]-FDG). A high-activity
500 mL bottle (filled with 77.9MBq of [18F]-FDG) was placed at the centre of the phan-
tom. The experimental set-up involved a simultaneous PET/MR acquisition with a
5-min static PET acquisition and 2-point Dixon MR 3D acquisition. List of events and
singles rates for crystals were extracted from the listmode file from the scanner, and
these were converted to emission and random sinograms using STIR utility. The nor-
malisation file was also extracted from the scanner and was converted to the
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normalisation sinogram using STIR. Attenuation factors were obtained from the
in-phase MRAC image, and scatter was estimated using STIR.
The contrast-to-noise ratio (CNR) was used to evaluate the signal quality and noise
properties of each reconstruction algorithm. This was done by estimating the mean ac-
tivity and standard deviation in each sphere, as well as in pre-selected background
spheres. The background spheres were represented as six spherical ROIs placed around
the hot bottle which were exactly of the same size as the spheres and located at ap-
proximately the same distance from the hot bottle (as shown in Fig. 1b).
So, the CNR was estimated for each sphere (i = 1, 2, …, 6) using:
CNRsphere ið Þ ¼
ActivitySphere ið Þ  ActivityBackground ið Þﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
SD2Sphere ið Þ þ SD2Background ið Þ
q ð4Þ
Also, the spill-in activity from the bottle to the surroundings was estimated using the
same morphological operation as in the simulation studies (shown in Eq. 3).
Patient data
For further validation, we used patient data (Fig. 1c) acquired with the GE PET/MR
scanner at Invicro Ltd. This was acquired during a lung fibrosis examination using an
[18F]-based radiotracer. This data did not exhibit high activity in the bladder, but in the
spleen and the liver. Thus, for demonstration purposes, we chose the spleen as the
background hot region. We reconstructed the patient data using the same settings as
for the phantom experiment. We also carried out the morphological dilation operation
(in Eq. 3) on all reconstructed images so as to estimate the spill-in effect around the
hot region (spleen).
Data reconstruction and spill-in correction
Image reconstruction was done using the 3D iterative ordered subset expectation maxi-
misation (OSEM) algorithm in STIR library. Attenuation, normalisation, random and
scatter corrections were performed by including the multiplicative and additive terms
in the reconstruction algorithm. For the simulation, 28 subsets and 30 full iterations
were used to ensure reasonable convergence of the recently proposed correction algo-
rithm. Meanwhile, for the real data, fully 3D reconstruction with mixed span factors
(a) (b)
Fig. 2 The schematic 2D representation of the technique used to extract the voxel values around the
edges of the simulated bladder. a represents the procedure for extracting the voxel values, while b shows a
2D representation of all the dilated 3D regions around the bladder (i.e. the white region) from 2 voxels to
10 voxels with a step size of 2 voxels
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according to GE’s configuration (span 1 for |RD| > 1; and span 3 for RD= − 1,0,1) was done
using OSEM with 28 subsets and 20 full iterations, incorporating all corrections within the
reconstruction. The reconstructed images have 256 × 256 × 89 voxels with size
2.34 × 2.34 × 2.78mm3, and they were post-filtered with a 4-mm isotropic 3D Gaussian filter.
Spill-in correction was done using the two techniques as outlined below:
(a) PSF reconstruction
This involves incorporating a spatially invariant PSF into the OSEM reconstruction in
both forward and backward projections as illustrated in Eq. (5). This PSF was specified as
a 3D Gaussian filter with 4.2 mm and 5.7 mm FWHM in transverse and axial planes, re-
spectively, according to experimental values obtained for the GE PET/MR scanner [36].
H 0ij ¼
X
k
HkjPSFik ð5Þ
where Hkj represents the system matrix and H 0ij is the system matrix convolved with
the system PSF in both forward and back projections [38, 39]. This reconstruction
method is referred to as OSEM+PSF in this study.
(b) Background correction (BC)
For the simulation, the bladder (hot region) was automatically segmented from the
XCAT2 phantom to obtain the bladder mask Sj. This was then multiplied by the
OSEM+PSF reconstructed image f ðNÞj (taken at five iterations) to obtain the bladder
contribution in the image (i.e. Bj ¼ S j f ðNÞj Þ , which was then forward-projected using
the same projection matrix for the simulation (Pi ¼
P
jH
0
ijB jÞ and included in the re-
construction as a background term along with the additive term (as shown in Eq. 6).
For the real data, the highly radioactive bottle that accompanied the NEMA phantom
and the hot spleen of the patient were segmented from the Dixon in-phase MRAC
image before forward-projecting it to obtain the background contribution.
f nþ1ð Þj ¼
f nð ÞjP
i∈ J jH
0
ijMi
X
i∈ J j
H 0ij
yi Mi
Mi
P
k∈IiH
0
ik f
nð Þ
k þ Ai þ Pi
ð6Þ
where f ðnÞj is the uncorrected image, yi is the emission sinogram, H
0
ij is the system
matrix with the PSF, Mi is the multiplicative term, Ai is the additive term, Pi is the blad-
der background term and f ðnþ1Þj is the final corrected image without the bladder contri-
bution. The flow sequence is shown in Fig. 3. Since this technique also includes OSEM
+PSF, it will be referred to as OSEM+PSF+BC in this study.
Results
Simulations
Investigating the spill-in effect as a function of bladder activity, lesion size and post-filter
using OSEM reconstruction
Figure 4 shows the mean lesion SUVmax and SUVmean for OSEM reconstruction at 30
full iterations. As the bladder SUV increases, the lesion SUVmax also increases for all
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lesions, with the highest SUV in L3. However, SUVmean increases only for L3. The %
bias and the % change in lesion SUV as the bladder SUV increases from SUV 8.5 to
SUV 55.5 (using Eq. 2) are presented in Table 1.
For lesion L3, the % bias in SUV increases as the bladder SUV increases, and this is
more pronounced for SUVmax than SUVmean. However, for lesions L1 and L2, only
Fig. 3 Schematic description of the background correction technique, as demonstrated for the XCAT2
phantom simulation. In this study, the bladder was automatically segmented from the XCAT2 phantom, but
in principle, the hot region can be segmented from either the CT or MR image
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Fig. 4 The lesion uptake as the bladder SUV increases for images reconstructed with OSEM. These are the
mean SUVs from all the 20 noise realisations and for lesion diameter 10 mm at 30 full iterations. The error
bars are the standard error of the mean (SEM) while the dashed horizontal line denotes the true simulated
lesion SUV
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SUVmax has an increased % bias as the bladder SUV increases, SUVmean seems constant.
At bladder SUV 55.5, SUVmax of lesion L3 (closest to the bladder) has a % bias of 19.3%
while for L2 (further away), the % bias in SUVmax is only 1.8%. As bladder SUV increases
from 8.5 to 55.5, the % SUV change for L3 is 30.67% and 5.77% for SUVmax and SUVmean,
respectively, while the % change in SUVmax is less than 4% for lesions L1 and L2.
Figure 5 shows the spill-in and spill-out effects on lesion quantification as a function
of lesion size. This is shown for lesions L1–L3 and background lesion B at bladder
SUV 55.5. As expected, the spill-out effect from the lesions to the colder background
causes an underestimation in lesion SUV for small diameter lesions, but the SUV in-
creases as the diameter increases. However, the lesion SUV is further influenced by
spill-in effect from the bladder to the lesions, and this depends on the lesion distance.
Lesion L3, which is the closest lesion to the bladder, has the highest SUVs while lesion
L2, which is farther away, has the least.
Table 1 The bias and relative change in lesion SUVmax and SUVmean for all the simulated bladder
SUVs and for lesion diameter 10 mm. These are estimated from the mean SUVs from all the noise
realisations. (The % bias values are given in parentheses)
Bladder
SUV
Simulated lesions
L1 L2 L3
SUVmax SUVmean SUVmax SUVmean SUVmax SUVmean
SUV 8.5 8.08 (1.00) 5.90 (− 26.28) 7.98 (− 0.21) 5.82 (− 27.27) 7.30 (− 8.72) 5.70 (− 28.72)
SUV 19.3 8.13 (1.61) 5.89 (− 26.39) 8.05 (0.57) 5.81 (− 27.39) 7.68 (− 3.95) 5.80 (− 27.47)
SUV 33.8 8.23 (2.82) 5.88 (− 26.53) 8.08 (0.97) 5.78 (− 27.71) 8.19 (2.41) 5.90 (− 26.23)
SUV 55.5 8.35 (4.41) 5.87 (− 26.57) 8.14 (1.78) 5.78 (− 27.78) 9.54 (19.27) 6.03 (− 24.61)
% Change 3.37 − 0.39 1.99 − 0.70 30.67 5.77
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Fig. 5 The spill-in and spill-out effects as a function of lesion size for lesions L1–L3 and background lesion B
at bladder SUV 55.5. The SUVs were obtained from OSEM reconstructed images using the mean SUVs of all
noise realisations at 30 full iterations with a 4-mm Gaussian post-filter. The error bars are the standard error
of the mean (SEM) while the dashed horizontal line denotes the true simulated lesion SUV. Background
lesion B is the reference which shows the expected lesion SUV without spill-in effect
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Effect of correction techniques on reduction of spill-in effect
Figure 6 shows how the lesion SUV changes iteratively for all reconstruction techniques
as bladder SUV increases from SUV 8.5 to SUV 55.5. This shows that % change in lesion
SUV reduces as iteration increases. At 30 iterations, the % change in lesion SUVmax is
about 31%, 26% and 4% for OSEM, OSEM+PSF and OSEM+PSF+BC, respectively, while
for lesion SUVmean, it is about 6%, 1% and − 6% for OSEM, OSEM+PSF and OSEM+PSF
+BC, respectively.
Table 2 shows the estimated spill-in activity from the bladder to the surrounding re-
gions for both uncorrected and corrected images at 30 full iterations with and without
post-filtering. This is the percentage activity difference in the dilated shells between the
true simulated image and the reconstructed image. There is a large spill-in activity
within 2 voxels around the bladder as the % activity difference between the simulated
and reconstructed images is 31.5% (41.8%) for OSEM and 18.7% (30.8%) for OSEM
+PSF reconstructions without and with post-filtering, respectively. This shows that fil-
tered images show increased spill-in activity of about 33% and 65% for OSEM and
OSEM+PSF respectively, compared with the unfiltered images. At 4 voxels around the
bladder, the activity difference around the bladder dropped greatly to 9.3% (8.5%) and
2.6% (2.7%), and at 10 voxels from the bladder, the activity difference is 2.8% (3.4%)
and 0.6% (1.5%) for OSEM and OSEM+PSF, respectively. However, with the correction
technique, the % activity difference is within 0.5% and 4.7% with and without
post-filtering. It could be observed that OSEM has the highest upper limit of agreement
(LOA), compared to OSEM+PSF and OSEM+PSF+BC. Also, the upper LOA for all
methods reduces as we move voxels away from the bladder.
This spill-in activity can also be seen around the bladder edges in the uncorrected
images (as shown in Fig. 7). This causes a bias around the bladder edges making the
bladder appear bigger, hence affecting the visibility of nearby lesions.
Fig. 6 The % relative change in lesion SUV (as bladder SUV increases from SUV 8.5 to SUV 55.5) as a
function of increasing iteration. This is obtained from a single noise realisation and for lesion L3 of diameter
10 mm with a 4-mm Gaussian post-filter
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Dependence of the background correction method on segmentation accuracy
To demonstrate the dependence of the recently proposed background correction
method on segmentation accuracy, we simulated an increase in bladder volume and ac-
tivity during a 90-min scan typical of PET/MR scan at time points 1, 10, 30, 45 and 90
min. Each image was reconstructed with background correction (OSEM+PSF+BC), but
the segmented bladder mask at 1 min timepoint was used for the correction in all cases.
The resulting background corrected images are displayed in Fig. 8.
This result shows that bladder expands majorly at the anterior superior end towards
the rectum and the prostate. The error in segmentation is pronounced after 10 mins.
Validation by phantom experiment and patient data
Figure 9 shows the MRAC, segmented bottle and reconstructed images of the bottle
phantom. OSEM+PSF+BC image shows improved visibility especially for S1 and S2.
Figure 10 shows the CNR of all the spheres as a function of iteration. As expected,
the CNR increases as the sphere diameter increases, but reduces with the number of it-
erations. OSEM and OSEM+PSF have almost the same CNR for all spheres, while
OSEM+PSF+BC shows higher CNR than OSEM and OSEM+PSF for the two smallest
spheres, and the ones closest to the bottle (S1 and S2). OSEM+PSF+BC does not show
any clear improvement over OSEM and OSEM+PSF for larger spheres (S3–S6).
Table 2 Estimation of the spill-in activity from the bladder to the surrounding regions. This is
estimated from both filtered and unfiltered mean images with simulated bladder SUV 55.5 at 30
iterations (the filtered results are given in parentheses). ðdÞ is the difference between the mean
values of the true simulated and reconstructed images for all voxels in the dilated region. LOA is
the 95% Limit of Agreement of ðdÞ, with ± showing the upper and lower limits
Dilated regions (voxels) OSEM OSEM+PSF OSEM+PSF+BC
1–2 % Difference ðdÞ 31.5 (41.8) 18.7 (30.8) 3.3 (1.6)
SD1 26.4 (28.4) 25.0 (30.2) 15.4 (11.7)
LOA2 − 20.3 to + 83.3
(− 13.9 to + 97.6)
− 30.4 to + 67.8
(− 28.4 to + 89.9)
− 26.9 to + 33.5
(− 21.4 to + 24.6)
3–4 % Difference ðdÞ 9.3 (8.5) 2.6 (2.7) 4.7 (3.9)
SD 10.6 (9.5) 8.0 (8.9) 10.0 (8.8)
LOA − 11.4 to + 30.0
(− 10.1 to + 27.0)
− 13.1 to + 18.4
(− 14.7 to + 20.1)
− 15.0 to + 24.3
(− 13.4 to + 21.2)
5–6 % Difference ðdÞ 5.4 (6.4) 2.4 (3.6) 1.3 (2.5)
SD 12.9 (7.8) 8.7 (6.7) 10.9 (8.3)
LOA − 19.9 to + 30.7
(− 8.8 to + 21.6)
− 14.8 to + 19.5
(− 9.5 to + 16.7)
− 20.0 to + 22.7
(− 13.8 to + 18.8)
7–8 % Difference ðdÞ 4.0 (4.3) 1.6 (2.0) 1.4 (1.6)
SD 12.8 (7.9) 8.9 (7.1) 11.2 (8.3)
LOA − 21.1 to + 29.9
(− 11.2 to + 19.8)
− 16.0 to + 19.1
(− 12.0 to + 15.9)
− 20.4 to + 23.3
(− 14.6 to + 17.9)
9–10 % Difference ðdÞ 2.8 (3.4) 0.6 (1.5) 0.5 (1.3)
SD 11.6 (7.0) 9.1 (6.4) 10.7 (7.4)
LOA − 19.9 to + 25.5
(− 10.2 to + 17.1)
− 17.2 to + 18.4
(− 11.0 to + 14.1)
− 20.4 to + 21. 3
(− 13.1 to + 15.8)
1SD ¼
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
1
n−1
Pn
k¼1 ðdk−dÞ
2
q
, k represents each voxel in the dilated region
2LOA ¼ d  1:96SD
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Figure 11 shows the normalised mean activity in each of the dilated shell surrounding
the hot NEMA bottle. Although the surrounding shells should have zero activity, the
reconstructed images show a considerable amount of spill-in activity from the hot bot-
tle to the surrounding shells. Within 1 voxel around the hot region, the activity is about
75% and 90% of the activity in the sphere for OSEM; and 60% and 80% for OSEM+PSF,
with and without post-filtering respectively. However, at 4 voxels, this activity is greatly
reduced to just about 2% for OSEM and OSEM+PSF, either with or without
post-filtering. However, for OSEM+PSF+BC, the activity is less than 3% in all cases,
showing an improvement of more than 80% and 70% over OSEM and OSEM+PSF re-
constructions respectively.
Fig. 7 Images showing improvement in lesion detection and reduction of bias around bladder edges with
the correction technique. This is shown for bladder SUV 55.5 and lesion diameter 10mm at 20 full iterations. Sf
and Snf are the single noise realisation images with and without filtering, respectively, while Mf and Mnf are the
mean images from 20 noise realisations with and without filtering respectively. Bf and Bnf are the bias images
(i.e. difference between the mean image and the true simulated image) with and without filtering respectively.
The bias image in OSEM+PSF+BC was estimated by first removing the bladder from the true simulated image
Fig. 8 Demonstration of how inaccurate segmentation can limit the accuracy of the background correction
technique. This is shown for a single noise realisation, with a 4-mm post-filter. All images are displayed with
the same maximum SUV threshold value 20
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Fig. 9 The NEMA bottle phantom used for the validation. The first row shows the MRAC image of the
phantom and the middle row is the segmented bottle from the MRAC image, while the last row is
showing the coronal view of the reconstructed images at three full iterations with a 4-mm Gaussian filter
for OSEM, OSEM+PSF and OSEM+PSF+BC reconstructions, respectively. The blue arrows in the reconstructed
images are pointing to the spheres in which there is visual improvement
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Fig. 10 Plots of the CNR of the NEMA phantom spheres S1–S6 against the iteration for all the reconstruction
techniques across the 20 full iterations and without post-filtering. The CNR was estimated using the mean
activity values in the spheres and background
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For the patient data, Fig. 12 shows the normalised mean activity in the dilated shells
around the spleen in all reconstructed images at 3 and 20 full iterations with and with-
out post-filter. As expected, the mean activity in the dilated shells reduces as we move
voxels away from the spleen, with the highest value at 1 voxel from the spleen in all
cases. Also, increasing the number of iterations tends to reduce the activity in the di-
lated shell. For OSEM at voxel 1 and without post-filter, the mean activity is about 43%
at three iterations but reduced to only 26% at iteration 20. However, with the applica-
tion of post-filter, there is no pronounced difference in the voxel activities at 3 and 20
iterations. Also, OSEM+PSF has similar or even higher voxel activity than OSEM at
three iterations with and without post-filter, but at 20 iterations, OSEM+PSF shows re-
duced voxel activity than OSEM. But in all cases, OSEM+PSF+BC has lower and al-
most constant voxel activity.
Discussion
We have carried out an extensive investigation with simulated and experimental phan-
toms on the full suppression of the spill-in effect from background hot regions to the
surrounding lesions as a function of increasing background activity, lesion size, and dis-
tance to the background, using a recently proposed background correction technique
[27].
The simulation results show that lesion uptake increases as bladder activity increases
(Fig. 4), and this could be attributed to bladder accumulation, thereby causing spill-in
effects [8]. L3 closest to the bladder has the highest change in SUV, while L1 and L2
further away have less SUV variation. This indicates that there is a high probability of
SUV overestimation in lesions close to the bladder, and hence, they suffer greatly from
the spill-in effect [33, 40]. A similar experiment was conducted by Liu [8] and he con-
cluded that if the lesions are within 40–50mm from the hot source, the estimated SUV
values are overestimated and therefore invalid. However, for our study, this SUV over-
estimation is only experienced in lesions within 15–20mm from the bladder. This
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Fig. 11 The normalised mean activities within the dilated shells surrounding the NEMA bottle obtained at
three full iterations with a no post-filter and b 4-mm Gaussian post-filter. This demonstrates how spill-in
activity from the hot bottle to the surrounding shells reduces as we move farther away from the bottle. The
voxel activities were normalised with the actual activity in the spheres
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improved result may be due to the improved resolution of the simulated GE PET/MR
scanner, which makes the effect less prominent (as seen in Additional file 1: Figure S4).
We also discovered that the spill-in effect seems to increase with lesion size, and this
is more evident in proximal lesions to the bladder (Fig. 5). As expected, spill-out effect
from the lesions to the background causes an underestimation in lesion SUV for small
diameter lesions, but the SUV increases as the diameter increases. However, the lesion
SUV is further influenced by spill-in effect from the bladder to the lesions, and this is
dependent on the lesion distance. Lesion L3 which is the closest lesion to the bladder
has the highest bias in SUVs while the background lesion has the least. For lesion L3,
the spill-in effect seems to increase with lesion diameter. This is because smaller lesions
suffer from both spill-out effect to the colder region and spill-in effect from the hot
background region. These two effects might sometimes cancel out, thereby giving a
false impression of quantification accuracy in smaller lesions (as depicted in our study).
However, for bigger lesions close to the bladder, spill-in effect is the major effect,
thereby leading to a pronounced overestimation in SUV. For lesions L1 and L2, how-
ever, the impact of spill-in effect on SUV quantification is small, and only evident for
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Fig. 12 Validating the effect and correction of spill-in effect using patient data. This figure shows the
normalised mean values within the dilated shells surrounding the spleen at a 3 full iterations with no post-
filter, b 20 full iterations with no post-filter, c 3 full iterations with a 4-mm Gaussian post-filter and d 20 full
iterations with a 4-mm Gaussian post-filter. The mean activity values in the dilated shells were normalised
with the mean activity in the liver
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SUVmax (details in Additional file 1: Figure S2). This also re-iterates the strong depend-
ence of spill-in effect on lesion distance.
It is worthy of note that the spill-in effect is more pronounced in lesion SUVmax than
SUVmean as demonstrated by the results in Figs. 4, 5 and 6. This implies that if one is
interested in quantification using SUVmean, then, the spill-in effect is minimal and can
potentially be ignored. However, the fact that SUVmax is the global clinical standard for
quantification informs the need for proper spill-in correction. Our study also shows
that SUV overestimation as a result of spill-in effect reduces over iteration (as seen in
Figs. 6 and 12, and also Additional file 1: Figures S1, S5 and S6). Therefore, in order to
reduce the spill-in effect, slightly increasing the number of iteration might be a good al-
ternative. However, this will be at the expense of reduced CNR and increased noise.
OSEM+PSF and OSEM+PSF+BC were used as correction techniques for the spill-in
effect (their convergence properties are shown in Additional file 1: Figure S1). For L3,
there does not seem to be any major improvement in OSEM+PSF reconstruction over
OSEM especially for SUVmax (as seen in Fig. 6). This could be because of the closeness
of the lesion to the bladder, coupled with the blurring effect caused by post-filtering.
This seems to nullify the recovery already obtained by incorporating PSF into the re-
construction algorithm, thereby making both ordinary OSEM and OSEM+PSF recon-
structions to behave in a similar way. This blurring effect could further be confirmed
by a pronounced bias at the bladder edges due to the spill-in activity from the bladder
as shown in Fig. 7, as well as the edge analysis in Table 2. OSEM and OSEM+PSF are
greatly affected by filtering, but OSEM+PSF+BC is more robust and less sensitive to fil-
ters. Another reason for the similar behaviour between OSEM and OSEM+PSF might
be the simplistic spatially invariant resolution modelling in this study. This simple reso-
lution modelling has been shown by past studies to increase edge artefact and system
blurring [41].
From the NEMA phantom experiment (Fig. 11), this spill-in activity from the bottle
can cause between 20 and 90% activity overestimation in a sphere if it is within 1–2
voxels away from the hot bottle, but it reduces as we move further away from the bot-
tle. The spill-in activity reduced greatly with OSEM+PSF+BC as it shows a value less
than 3% in all cases. In this phantom experiment, spill-in effect is only prominent
within 3 voxels (less than 10mm) around the hot bottle, whereas in the simulation
study, this effect could potentially extend to about 15 mm with a very high activity in
the bladder. This is an indication that this spill-in effect is strongly dependent on the
activity in the hot region. Further validation of this technique using patient data also
establishes the spill-in effect as a function of distance from the hot region (Fig. 12).
OSEM and OSEM+PSF images show an increased activity value in the immediate
vicinity of the spleen compared to OSEM+PSF+BC image, but this disparity in activity
value decreases as we move further away from the spleen.
From the results shown in Figs. 6, 7 and 9, it could be seen that better lesion detec-
tion and quantification could be achieved with the recently proposed background cor-
rection technique, thereby potentially enhancing low contrast lesion detectability and
better diagnosis. This was also confirmed by the NEMA phantom (Fig. 10) as OSEM
+PSF+BC demonstrate higher CNR than OSEM and OSEM+PSF especially at lower it-
erations and for smaller spheres. Also, the recently proposed background correction
method has a stable performance for both lesion SUVmean and SUVmax (demonstrated
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by almost 0% change in Fig. 6) irrespective of the bladder activity and application of
post-filter. This performance stability is an indication that the correction method can
be used in the clinic for treatment response monitoring; however, this is still subject to
further validation.
When compared with previously published results [8, 27], our current study showed
clearer and better results demonstrated on acquired PET data probably due to improved
correction technique, incorporation of PSF in the reconstruction, and improved scanner
resolution. There is an indication that the recently proposed background correction tech-
nique is robust and efficient in removing spill-in activity from the high-activity regions to
the surroundings, thereby producing more reliable lesion quantification and better lesion
visibility, compared with other correction techniques. Moreover, it is less tedious in that
there is no need to calculate each lesion activity separately.
However, the recently proposed background correction technique is highly dependent
on segmentation accuracy as shown in Fig. 8. This is important especially for pelvic
scans where the bladder changes in volume and shape over time. Our result showed
that the segmentation error is pronounced after 10 mins where the bladder expands
majorly in an anterior direction towards the rectum and superior to the pelvic organs.
This is in line with past studies [42, 43] which showed that bladder expands primarily
in the superior anterior direction, and hence, addition of anisotropic margins to the
bladder is necessary. The translation of this correction technique to clinical application
would need to take into account the inaccuracy in bladder segmentation either by add-
ing additional margins or by manual correction as suggested by past studies.
With the emergence of new tracers such as 68Ga-prostate-specific membrane antigen
(68Ga-PSMA) for prostate imaging, this correction technique can also be applicable for
correcting shine-through effect in PET/MR imaging which causes loss of resolution
and image artefacts due to its significant urinary excretion [19, 40]. Therefore, accurate
correction will enhance reliable quantification of PET images and may lead to a tan-
gible breakthrough in 68Ga-PSMA imaging.
Limitations of the study
A major limitation of this work is that there is no TOF implementation, whereas the mod-
elled GE scanner supports TOF. Although TOF has been shown to mitigate errors due to
data inconsistency [44], it is not yet certain if TOF implementation can sufficiently correct
for spill-in effect, especially for proximal lesions (see TOF reconstructions from GE PET
Toolbox in Additional file 1: Figures S5 and S6). However, work is currently ongoing on
implementing this in the STIR library, and we therefore aim to include this in our future
investigations. Another limitation is the lack of detailed realistic simulations to model
some effects such as positron range, non-collinearity, detector response, inter-crystal scat-
tering etc. Furthermore, a crucial approximation is that we modelled an image-based sys-
tem blurring and used the same analytical model to simulate and reconstruct the data.
Although this is helpful for investigating the performance of the algorithm, it would have
been preferable to utilise Monte Carlo simulators. Nevertheless, these limitations do not
cancel the relevance of the background correction method because we also utilised ac-
quired phantom and patient datasets which demonstrated that the recently proposed
background correction method successfully corrects for the background activity.
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Also, we used a spatially invariant model of the PSF in this work due to the complex-
ities and computational demands associated with the use of a spatially variant model.
Previous works have reported similar behaviour between the two models in terms of
resolution, contrast and noise metrics [41, 45]; however, we realise that a spatially vari-
ant model of the PSF is more accurate in reducing edge artefact and system blurring.
We therefore aim to implement a realistic, spatially variant PSF modelling in our future
work, as this might potentially help reduce both the spill-in and spill-out effects.
Clinical translation of this technique would need to place careful emphasis on the
segmentation of the high-activity region. For example, it could be possible to use an
MR image to segment the region as done in this study. Although segmentation could
be performed on CT images as well, this is more challenging as PET/CT acquisitions
are not performed simultaneously and there is the potential of bladder expansion be-
tween CT and PET scanning due to physiological motion. This has been reported to
cause conspicuous distortions in lesions’ shape and location. Another segmentation
mismatch could also result from increase in bladder shape and size during a typical
PET/MR scanning session. These issues could cause loss of resolution and inadequate
quantification and also limit the applicability of this correction approach, as demon-
strated in Fig. 8. A potential way of dealing with the segmentation inaccuracies might
be to perform segmentation using multi-MR sequences, which could track the bladder
change in shape and volume during a typical PET/MR scan. We therefore aim to in-
corporate appropriate corrections for bladder expansion and motion in our algorithm.
Conclusion
The effect of increasing activity from hot regions on adjacent lesion quantification, as
well as the improvement brought about by the recently proposed background correc-
tion technique has been extensively studied in this work. This study shows that lesions
relatively close to hot regions (within 15–20mm) are greatly affected by the spill-in ef-
fect, causing reduced visibility and activity overestimation of lesions. This effect is more
pronounced in SUVmax than SUVmean and reduces over iteration, but it is further ag-
gravated by the use of filter. However, improved quantification and better lesion detect-
ability were achieved with the recently proposed background correction technique
irrespective of the lesion size, lesion distance from the hot region, the activity in the
hot region or application of post-filter.
We could therefore conclude that the recently proposed background correction
method is appropriate for reliable quantification and diagnosis of lesions near a hot re-
gion. This is particularly important when examining the pelvic areas for infection, me-
tastases and cancer. Furthermore, this correction technique is not limited to pelvic
imaging. It could potentially be applied to imaging of any high-activity region such as
the brain, head and neck, myocardium, and bone.
Additional file
Additional file 1: Figure S1. Convergence plots of all the reconstruction algorithms using lesion SUVmax and
SUVmean. Figure S2. The variation of the lesion uptake with lesion size and bladder SUV. Figure S3. The
dependence of spill-in effect on post-filter. This was done with a single noise realisation at 30 iterations. Figure S4.
The spill-in activity from the bladder to the surroundings as a function of the system resolution (in FWHM), using
Eq. 2. Figure S5. The normalised mean values within the dilated shells surrounding the NEMA bottle obtained at
with (a) 3 iterations and (b) 20 iterations, with non-TOF and TOF
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reconstructions. Figure S6. Normalised mean values within the dilated shells surrounding the spleen obtained with
non-TOF and TOF reconstructions at (a) 3 iterations and (b) 20 iterations. Table S1. This shows how bladder SUV
affects lesion quantification for each lesion diameter. This is expressed as the % change in lesion SUV as bladder
SUV increases. The SUV values are the mean values from all noise realisations at 30 full iterations with 4 mm
post-filter. (DOCX 139 kb)
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